 Multiplexed  Point-of-Care Testing -- xPOCT {#sec0005}
============================================

An early and accurate diagnosis of a specific disease plays a decisive role for its effective treatment. Especially at the point of care, where an immediate decision on treatment most needs to be made, such as in cases of stroke or sepsis, the rapid and precise confirmation of clinical findings is vital [@bib0005]. However, in many instances (e.g., to distinguish between the different types of sepsis), clinical evidence based on a single biomarker is not adequate for an appropriate diagnosis of a disease or for monitoring its treatment.

In addition, it is highly desirable to screen various analytes simultaneously, enabling a rapid, low-cost, and reliable quantification. Therefore, **multiplexing** (see [Glossary](#glo0005){ref-type="glossary"}) has become more important for **point-of-care testing** in the last decade [@bib0010] ([Figure 1](#fig0005){ref-type="fig"}, Key Figure). In this context, there is a great demand for xPOCT devices, which ensure the quality and performance requirements of ***in vitro* diagnostics**, performed in a short period by non-experts [@bib0015]. This will also pave the way for novel home health monitoring systems and add valuable information for **personalized medicine**.Figure 1Key Figure: Multiplexed Point-of-Care Testing (xPOCT)Requires Novel (Appropriate, Powerful, Low-Cost and Simple) Strategies for Sampling, Analysis and Data Interpretation. Therefore, it will pave the way for personalized therapies or on-site disease diagnostics in resource-limited settings in the future.Figure 1

For clinical xPOCT applications, there already exist many different commercial devices for the simultaneous detection of clinical chemistry parameters, including blood gases, and electrolytes, or acute metabolites (e.g., Abbott i-STAT system, Abaxis Piccolo Xpress, or Nova Biomedical StatSensor), or immunoassays (e.g., Radiometer AQT90 Radiometer and Mitsubishi PATHFAST analyzer). However, these systems are either bulky and expensive bench-top bioanalyzers, or only capable of detecting a limited amount or type of analytes.

To cover the requirements for xPOCT appropriately, diagnostic devices must rigorously complete the following tasks: (i) low sample consumption (e.g., blood from a finger prick), or the possibility to use easily accessible (noninvasive) samples, like urine, saliva, sweat and breath condensate, along with a maximum amount of information obtained from valuable specimens; (ii) simple or automated system operation requiring minimal user intervention; (iii) rapid **turnaround times** -- within 10 minutes to 2 hours -- allowing an immediate treatment; (iv) prolonged reagent storage and shelf life; (v) accurate and quantitative results in accordance with clinical and central laboratory findings, adhering to international quality standards (ISO 15189); and (vi) low-cost and portable readout devices, equipped with disposable test cartridges or strips, satisfying the *in vitro* diagnostics guidelines (EU Directive 98/79/EC or FDA regulations). Finally, equipment-free or cell-phone-based systems are highly preferred in the developing world or other resource-poor settings [@bib0020], [@bib0025]. Ideally, the xPOCT device should also be able to analyze different types of compounds simultaneously, e.g., RNAs, metabolites, proteins, exosomes, and cells.

Current Multiplexing Technologies {#sec0010}
=================================

Multiplexing is mainly realized through three different approaches: (i) spatial separation of detection sites, by means of different spots or wells, (ii) regional separation using discrete regions of a channel network or electrode arrays, or (iii) the use of various labels (e.g., enzymes, redox molecules, beads, and dyes). In particular, optical and electrochemical detection techniques are employed for the signal readout [@bib0030], [@bib0035].

Alternatively, mass spectrometry (MS) can directly identify many molecules, often even without prior separation [@bib0040]. For example, **matrix-assisted laser desorption/ionization** (**MALDI)**-MS is frequently employed in hospitals to rapidly characterize pathogens. Other types of MS and ion mobility spectrometry are used to monitor the volatile compounds in breath. Since these instruments are still bulky and expensive, they are not further considered in the following discussion of xPOCT.

To date, spatial separation of various analytes has been the most often applied method for multiplexed on-site bioanalysis systems. Yet, they mainly suffer from complexity due to device fabrication, assay preparation, and/or consecutive signal readout. Another frequently applied technique for multiplexing is the use of different labels, which generally results in high readout complexity by increasing the number of analytes. On the other hand, the regional separation of different detection sites (e.g., diversely functionalized electrodes or channel areas) has been increasingly employed in recent xPOCT applications. Their main drawbacks are their limited multiplexing levels and possible cross-sensitivity between single detection sites through diffusion [@bib0030], [@bib0045], [@bib0050].

Here, we present a survey of the existing diagnostic devices in academia and industry for xPOCT ([Table 1](#tbl0005){ref-type="table"}). Moreover, we draw particular attention to **lab-on-a-chip** systems, especially to those including **microfluidics**, since the number of such devices for xPOCT approaches has been rapidly increasing thanks to the remarkable technical advances in recent years. The application of microfluidics facilitates the miniaturization of sophisticated laboratory procedures onto a tiny chip with several advantages, including rapid turnaround times as well as low sample/reagent consumption [@bib0050], [@bib0055], [@bib0060].Table 1Brief Summary of Recent xPOCT SystemsTable 1Multiplexing capabilityDetection techniqueSystem flexibilitySystem complexityOn-site applicabilityCommercially availableRefsPaper-based systemsμPADs2 analytes, extendableColorimetric readout by naked eyeLowLowYes--[@bib0120]TriageUp to 3 analytesLateral flow test with optical detectionLowLowYesAlere Inc.[@bib0100]Array-based systemsElectraSenseUp to 12 544 analytesOptical and electrochemical detectionHighMiddleYesCustomArray Inc.[@bib0220]Bead-based systemsxMAPUp to 500 analytesFlow cytometryHighHighNoLuminex Corp.[@bib0230]GeneXpert OmniUp to 6 analytesReal-time PCRLowLowYesCepheid[@bib0270]Microfluidic multiplexed systemsMChipUp to 5 analytes, extendableColorimetric detectionLowLowYesOPKO Diagnostics[@bib0340], [@bib0420]DxBox2 analytes, extendableColorimetric detectionLowMiddleYes--[@bib0350]MultiLabUp to 8 analytes, extendableAmperometry combined with stop-flow protocolsHighLowYes--[@bib0365]

Paper-Based Systems {#sec0015}
-------------------

In the field of classical on-site diagnostics, lateral flow assays (LFAs), e.g., at-home pregnancy tests, are by far the best-established commercial products because they are simple, fast and low-cost. A good place for the interested reader to learn more about multiplexing options in lateral flow biosensors is the excellent review recently published by Li and Macdonald [@bib0065].

Multiplexed LFAs mainly rely on an optical signal readout [@bib0070], [@bib0075], [@bib0080], [@bib0085]. However, a few examples employ electrochemical detection [@bib0090], [@bib0095]. A significant contribution of lateral flow biosensors to xPOCT was introduced by Alere Inc. (USA) with its Triage platform, which combines the simplicity of LFAs with quantitative multianalyte immunoassays, using a portable fluorometer [@bib0100]. Currently, it offers up to 20 different single analytes, but only a limited number of multianalyte immunoassays, such as for cardiac biomarkers and drug screening. The working principle of the Alere Triage test panel is similar to that of classical LFAs. It delivers quantitative results within approximately 20 minutes after sample introduction. Depending on the targeted analyte, either plasma or whole blood for the diagnosis of myocardial infarction or urine for drug testing can be analyzed.

In our opinion, LFAs are still the best method for qualitative xPOCT due to their appreciable benefits, including (i) easy sample loading by capillary forces, (ii) instrument-free readout by the naked eye, (iii) facile operability, even by a patient, and (iv) cheap price. Yet, they require a readout device for highly sensitive and quantitative detection. The main disadvantages of LFAs are the low reproducibility of disposable test panels, comparably high sample consumption, limited flexibility in assay design, and the need for a control line for each parameter.

### Microfluidic Paper-Based Analytical Devices -- μPADs {#sec0020}

In the last decade, the POCT applications of paper-based 3D microfluidics have expanded considerably because of their tremendous capability to manipulate liquids at a high level in combination with a low-cost and rapid fabrication. Different fluidic operations, including mixing, splitting, separation, and filtration, can be easily adapted to the paper-based microfluidics by means of various design elements. However, the conventional paper-based devices (e.g., LFAs) can quantify single or multiple analytes on site only with a certain degree of assay diversity. In contrast, μPADs are capable of high-degree multiplexing, along with improved assay performance and flexibility. Interested readers are referred to recent reviews about μPADs [@bib0105], [@bib0110], [@bib0115].

Low-cost xPOCT solutions have attracted particular interest in the developing world, e.g., for hepatotoxicity screening. Liver damage is one of the common side effects of AIDS treatment, including antiretroviral medicines. Moving beyond proof-of-concept, Pollock *et al.* [@bib0120] introduced a multiplexed μPAD system, extended from an earlier prototype [@bib0125], for on-site liver function testing by gauging the levels of two liver enzymes in whole blood, aspartate aminotransferase and alanine aminotransferase. The schematics of its fabrication procedure and working principle are summarized in [Figure 2](#fig0010){ref-type="fig"}. This cheap and easy-to-handle μPAD device offers a **colorimetric readout** with both qualitative and quantitative data analysis within 15 min after the sample introduction (less than 35 μl blood).Figure 2Schematic Description of the Microfluidic Paper-Based xPOCT Device for the Control of Liver Function. (A) Fabrication process describing the different assembly steps. (B) Measurement procedure. (C) Color readout guides for the multiplexed measurement of transaminase enzyme levels. Reproduced, with permission from AAAS, from [@bib0120]. Abbreviations: ALT, alanine aminotransferase; AST, aspartate aminotransferase.Figure 2

Compared to numerous LFAs in this field, μPADs have not made a breakthrough yet in the diagnostic market; to commercialize them, there are still various challenges and needs for (i) increased efforts in fabrication, particularly for mass production, (ii) improved system reproducibility, (iii) simple user interventions for untrained operators (e.g., sample introduction and handling of the measuring devices), and (iv) a killer application like at-home pregnancy tests by LFAs.

Instrument-free μPADs, employing colorimetric detection, are mainly limited to qualitative or a semiquantitative data evaluation. However, recent developments in the integration of μPADs to cell phones or portable scanners will likely lead to significant improvements in the near feature.

Alternatively, electrochemical μPADs were presented for the first time by Dungchai *et al.* [@bib0130] for the simultaneous detection of different metabolites (glucose, lactate, and uric acid) in human serum, using the respective oxidase enzymes (e.g., glucose oxidase). This device is fabricated by first patterning microfluidics with **SU-8** photolithography, and subsequently screen-printing electrodes on a filter paper. Three years later, Ge *et al.* [@bib0135] introduced an electrochemiluminescence μPAD for the investigation of four tumor markers within 30 min from human plasma.

Nevertheless, electrochemical μPADs are still in the research and development phase. Different approaches described in the literature [@bib0140], [@bib0145], [@bib0150], [@bib0155], [@bib0160] do not meet the needs of xPOCT, particularly in terms of multiplexing and assay performances [@bib0020].

Array-Based Systems {#sec0025}
-------------------

For high-throughput multiplexing, array-based platforms are one of the most popular techniques in clinical diagnostics. Based on the latest technological advances, especially in genomics, microarray preparation and detection tools have become among the standard laboratory equipment. Nowadays, high-density arrays of **microspots** (down to picoliter volumes) are easily implemented by inkjet printing and analyzed for diagnostic purposes. Here, the signal readout is mainly achieved by optical or electrochemical methods [@bib0165].

Optical microarray systems often rely on fluorescence [@bib0170] or chemiluminescence [@bib0175] detection. They have a similar measurement setup allowing automatic assay preparation. The intensities of the bound fluorescently or chemiluminescently labeled biomolecules are measured via laser scanning or observed with a scanning charge-coupled device (CCD) or complementary metal oxide semiconductor (CMOS) camera. Moreover, there are a few examples of label-free, array-based, microfluidic biosensor platforms employing a **localized surface plasmon resonance (LSPR)** technique along with metallic nanoparticles [@bib0180], [@bib0185], [@bib0190]. Despite their high system performance, they are still too complex and too expensive to be adopted in xPOCT.

Array-based electrochemical systems depend on individually addressable microelectrode arrays [@bib0195], [@bib0200], [@bib0205]. Different biomolecules are directly immobilized on the electrodes and detected electrochemically via enzymatic reactions by potentiometry or amperometry. Hence, the choice of electrode material is crucial for the assay performance and needs to be considered for the system design [@bib0210]. To date, various metals (e.g., gold, platinum), semiconductors (e.g., indium tin oxide, iridium oxide), or carbon-based materials (e.g., carbon paste, glassy carbon, graphite) have been utilized as electrode materials for xPOCT [@bib0215].

An impressive example for commercialized array-based systems is the ElectraSense platform (CustomArray Inc., USA) with multimodal signal processing. It employs CMOS-based CustomArray 12 K chips, which can individually address single platinum microelectrodes on the **very-large-scale integration** (VLSI) sensor array (56 × 224). Additionally, it offers a wide assay flexibility along with an easy, reusable (up to four times), and universal immobilization procedure for various biomolecules (e.g., DNAs, antibodies) via oligonucleotide hybridization. Herein, the multimodal signal readout is performed in less than 1 minute with a handheld reader, using both fluorescent and electrochemical detection [@bib0220], [@bib0225].

Array-based systems ensure simple, rapid and high-throughput quantification of different assay technologies for clinical diagnostics. Yet, there still exist several bottlenecks that limit their xPOCT application: (i) relatively high sample consumption to prevent evaporation, (ii) complex and expensive chip production (e.g., ElectraSense platform), and (iii) bulky analytical instruments (mainly in optical systems).

Bead-Based Systems {#sec0030}
------------------

The application of beads in bioanalytics as a substrate material is one of the cornerstones of analytical biotechnology. A wide variety of beads can be acquired nowadays in various sizes, materials, and surface functionalities [@bib0010], [@bib0030]. In bead-based systems, three different conceptual approaches are primarily favored for multiplexing: (i) distinction of beads by either their size/shape or color [@bib0230], (ii) labeling of beads with different enzymes, metal ions [@bib0235], redox tags [@bib0240], and quantum dots [@bib0245], [@bib0250], [@bib0255], or (iii) spatial separation of beads in different channel sections [@bib0260], [@bib0265].

Recently, the company Cepheid introduced a portable cartridge-based system, GeneXpert Omni, for molecular xPOCT applications [@bib0270]. It employs a bead-based real-time PCR using multiple (up to 6 different) colors and thus, is capable of performing multianalyte diagnostic tests (e.g., for tuberculosis, drug-resistant tuberculosis, AIDS, and Ebola virus) within 2 hours. This closed-loop system offers a single sample-processing step, followed by automated protocols for DNA extraction, PCR amplification, and detection, which reduces any cross-contamination risks. The disadvantages of GeneXpert Omni are its high operating costs and its limited assay flexibility as well as its limited multiplexing capability.

### Flow Cytometry {#sec0035}

In flow cytometry, the biological information is gathered by gauging mostly fluorescently labelled particles (e.g., cells or beads), while they are flowing through a narrow channel, individually via a laser beam. To achieve high-level multiplexing, various beads with either different sizes/shapes or internal color barcodes are employed. A conventional flow cytometer comprises a microfluidic flow system, an optical excitation unit and an optical detection system along with high-speed digital signal processing [@bib0275], [@bib0280].

Presently, many commercial platforms are available for bead-based flow cytometry enabling multianalyte detection in clinical diagnostics [@bib0010]. One of the pioneers is the Luminex xMAP system (Luminex Corp., USA). It can simultaneously quantify many different analytes from the same specimen by using 5.6 μm polystyrene beads with two different fluorescent color barcodes. Multiplexed bioassays on these microbeads are measured consecutively by using a reporter biomolecule (e.g., DNA, antibody or protein) conjugated with a third fluorophore [@bib0230], [@bib0285].

In summary, bead-based flow cytometry offers high-throughput multianalyte detection (up to 500 analytes) with low operating costs for clinical diagnostics at central laboratories. Yet, the long turnaround times, and the size and high acquisition costs of measurement instruments, still prohibit their xPOCT applicability [@bib0275], [@bib0280]. To this end, the development and evaluation of LOC-based flow cytometers and microflow cytometers for different approaches are in the focus of current research [@bib0290], [@bib0295].

Microfluidic Multiplexed Systems {#sec0040}
--------------------------------

Microfluidic multiplexing in bioanalyses is achieved in spatially distinct sections (either in parallel or in a row) of microchannel networks. Here, different assay fluids have to be directed accurately to these detection sites by means of individual inlets or valves. Specific channel regions are branched with Y- or T-junctions to a microfluidic array [@bib0030]. In most of the microfluidic multiplexed platforms, fluids are manipulated by a number of pneumatic valves that are integrated into **polydimethylsiloxane (PDMS)**-based devices [@bib0300], [@bib0305], [@bib0310].

One method of microfluidic multiplexing is the use of channel networks, combined with individual valve actuation paths for each fluid channel. Yet, such an inefficient approach limits its scale-up capacity. To solve this problem, Thorsten *et al.* introduced an analogy to VLSI technology, **microfluidic large-scale integration (mLSI)**, in 2002 [@bib0315]. Here, microfluidic multiplexors, combinatorial arrays of binary valves, are employed to simplify the control of large-scale channel networks. With this respect, a microfluidic network with *N* channels, requires only 2log~2~*N* valve channels. This technology combines rapid and facile manufacturing with high-throughput multiplexing, using a minimum number of channel inputs. Its applicability for simultaneous multianalyte measurements in proteomics [@bib0320], [@bib0325], cellomics [@bib0330] and genomics [@bib0335] was demonstrated. Although they have a great potential for high-level multiplexing, mLSI-based systems are yet not applicable to xPOCT due to their system complexity, as well as bulky instrumentation for the pneumatic control and the respective fluid connection.

In the developing world, infectious diseases cause a high mortality and thus, there is a great and urgent need for low-cost and easy-to-use xPOCT platforms in order to distinguish diseases with similar symptoms in low-resource settings. For this purpose, Chin and colleagues presented a microfluidic multiplexed strategy for xPOCT of different infectious diseases, as depicted in [Figure 3](#fig0015){ref-type="fig"} [@bib0340]. The mChip platform consists of a disposable microfluidic cartridge with preloaded reagents, and a completely automated handheld analyzer. The low-cost plastic cassettes, fabricated with injection molding, can analyze up to seven samples (one per channel) at the same time. Each channel has four meandering detection sites, located in series, for the multianalyte detection. Assay preparation is realized manually or automatically by dispensing. Here, signal amplification is achieved by the reduction of silver ions onto gold nanoparticles, which are tagged to the detection antibodies. A compact and low-cost readout device, utilizing light-emitting diodes and photodetectors, measures the resulting optical density. Moreover, an integrated micropump and data communication unit minimize the user intervention [@bib0345]. Its multiplexing applicability was demonstrated by the xPOCT of HIV and syphilis from only 1 μl of whole blood from a finger prick within 20 min. Thereby, the mChip platform assay performed similarly to lab-based reference tests. Yet, there are several limitations, including its flexibility in assay design, and its multiplexing capability of high-throughput applications.Figure 3mChip Platform for Multiplexed On-Site Diagnostics. (A) Photo of the microfluidic polystyrene cassette with seven measurement units. (B) SEM image of channel cross-section (scale bar: 500 μm). (C) Transmitted light micrograph of a single detection site (scale bar: 1 mm). (D) Passive delivery of preloaded sequence of different reagents. (E) Schematics of assay reactions in different detection sites at different incubation steps. The on-chip signal detection is achieved by reduction of silver ions on secondary antibodies tagged with gold nanoparticles. (F) Measurement procedure and resulting optical density of a HIV-syphilis duplex test. Reproduced, with permission from Macmillan Publishers Ltd: Nature Medicine, from [@bib0340].Figure 3

In a similar manner, Lafleur *et al.* [@bib0350] introduced a microfluidic card DxBox ([Figure 4](#fig0020){ref-type="fig"}), comprising a paper-based measurement unit, for xPOCT of malaria pfHRPII antigen and IgM antibodies to *Salmonella typhi* within 30 min in whole blood. Here, the sample and dried reagents, stored on-chip, are delivered by pneumatic actuation over different detection sites to the waste reservoir. A flatbed scanner takes an image of each spot to measure the obtained intensities for quantitative analysis. Its main drawbacks for xPOCT include limited assay diversity, complex and expensive device fabrication, and poor management of air bubbles.Figure 4DxBox Integrated Microfluidic Card with Its Main Features. (A) Illustration of the pneumatic regulation for the fluid manipulation. (B) On-card volume metering and freeze-dried biomolecule storage. (C) Photograph of integrated microfluidic cartridge. (D) Schematics of the employed bath mixer for sample dilution and IgG removal. (E) Incubation procedure on the assay membrane. The application of an air vent and a valve removes the air between reagent deliveries, and the reagents itself between different incubation steps. (F) On-chip multianalyte detection of IgM antibodies against typhoid infection and malaria pfHRPII antigen from human plasma. Reproduced, with permission from The Royal Society of Chemistry, from [@bib0350]. Abbreviations: E.C., endogenous control; P.C., process control.Figure 4

Electrochemical approaches for microfluidic multiplexing enable the realization of compact analytical devices, which combine automated assay and measurement procedures along with rapid and sensitive detection. Herein, most of the systems employ separate electrochemical measurement cells within a channel network [@bib0200], [@bib0355], [@bib0360]. However, the application of a single electrochemical measurement cell with one or multiple working electrodes is highly beneficial for the system design of xPOCT devices.

In this context, Kling *et al.* introduced an electrochemical biosensor 'MultiLab' platform with multiplexed microfluidics, based on dry film photoresist technology [@bib0365]. This device can simultaneously detect up to eight analytes. It consists of a microfluidic channel network of up to eight discrete immobilization sections, arranged in parallel, combined with a single electrochemical measurement cell comprising multiple working electrodes for the amperometric multianalyte detection. Each immobilization capillary can be addressed by individual channel inlets. Thus, different bioassay formats (e.g., **competitive assay**), omics technologies (e.g., genomics) and various combinations of those can be implemented on the same system. To amplify the enzyme-mediated signal, a microfluidic stop-flow protocol, similar to flow injection analysis, is employed [@bib0370]. The working principle of the MultiLab system is illustrated in [Figure 5](#fig0025){ref-type="fig"}. Its feasibility for xPOCT was demonstrated by the simultaneous measurement of two different antibiotics in human plasma within 15 min. This approach provides (i) a facile and low-cost fabrication, (ii) simple reagent filling by capillarity, (iii) low sample/reagent consumption, and (iv) a high flexibility in assay design. However, its main drawback is the lack of a handheld analyzer, enabling fully automated sample incubation, measurement and analyzing procedures.Figure 5Graphical Abstract Illustrating the Working Principle of 'MultiLab' Platform. (A) Schematics of the competitive enzyme-linked assay for the multianalyte antibiotic detection. For an easy and universally applicable 'plug and play' assay immobilization, antifluorescein antibodies are used as spacer and capture biomolecules. Glucose oxidase is employed as the labeling enzyme with glucose for its appropriate substrate. (B) CAD drawing of the microfluidic multiplexed biosensor. For the measurement, individual channel inlets are sealed with a PMMA piece and double-sided tape. (C) The subsequent electrochemical detection of hydrogen peroxide, generated by the competitive antibiotic assay, at the respective working electrode. (D) Stop-flow peaks from a simultaneous on-chip calibration measurement. (E) Resulting on single-chip calibration curve along with a four-parameter logistic fit. Reproduced, with permission from the American Chemical Society, from [@bib0365]. Abbreviations: CAD, computer-aided design; PMMA, poly(methyl methacrylate).Figure 5

### Centrifugal Microfluidic Platforms {#sec0045}

Centrifugal-based microfluidic systems utilize centrifugal forces to navigate fluids through microchannel networks. Herein, the most frequently used design is known as 'lab-on-a-disc', using polymer compact discs (CDs) as a microfluidic platform. Thus, automated assay preparation and measurement procedures are realized by the CD rotation at different speeds. Herein, the signal readout relies mainly on optical and electrochemical detection techniques. Interested readers may find further information about the CD-based microfluidic systems in recent reviews [@bib0375], [@bib0380], [@bib0385].

In lab-on-a-disc applications, the spatial separation of various analytes in a channel network is the most common method of multiplexing. One commercialized example is the Gyrolab Bioaffy CDs (Gyros Protein Technologies AB, Sweden), which can simultaneously analyze a great number of samples or analytes on its workstation [@bib0390]. Here, the microfluidic lab-on-a-disc cartridge is fabricated by injection molding a cyclic olefin copolymer. The channel network consists of 112 microcolumns with a volume of 200 nl. The CD is sealed with a lid, which contains both individual and common inlets for the filling of these microstructures. Each single column includes a reaction chamber preloaded with streptavidin-coated beads as a solid phase. The fluid regulation is implemented by the combination of the centrifugal and capillary forces together with hydrophobic stopping barriers, located in the microcolumns. Thanks to its ability to address each microstructure via its individual inlet, this system provides furthermore great flexibility in assay design. To demonstrate its multiplexing performance, different cancer biomarkers (α-fetoprotein, interleukin-6, and carcinoembryonic antigen) were simultaneously detected within 50 min in human plasma.

Particularly, with regard to *in vitro* diagnostic applications, lab-on-a-disc platforms offer many advantages, including (i) short turnaround times, (ii) low sample consumption, and (iii) high flexibility in assay design. Nevertheless, they should be further improved for xPOCT in terms of system complexity and instrumentation. Therefore, the current trend in CD-based microfluidic systems is toward electrochemical approaches [@bib0395], [@bib0400], [@bib0405], [@bib0410], although the most often used signal detection is still the optical readout.

Concluding Remarks and Future Perspectives {#sec0050}
==========================================

In conclusion, multiplexed diagnostic systems, capable of high-throughput bioanalysis (of more than 100 parameters), such as array-based (e.g., CustomArray) or bead-based (e.g., xMAP and Gyrolab) platforms, have recently become standard equipment in central laboratories. In the near future, they will have significant impact on clinical diagnostics, especially in biomarker discovery and validation. Nevertheless, they are not suitable for xPOCT due to its rigorous requirements.

Derived from emerging medical demands, including personalized medicine (e.g., home health monitoring) and on-site diagnostics in resource-limited settings (e.g., in developing world, or directly at the bedside or in doctor's offices), there is a great and urgent need for xPOCT systems. An ideal device for multiplexed point-of-care testing should offer a high sensor performance, like high sensitivity and multiplexing capability, as well as short turnaround times, at low system complexity, including low-cost fabrication and minimized user intervention. In order to provide a visual overview, the presented state-of-the-art systems for multiplexed bioanalyses are summarized in [Figure 6](#fig0030){ref-type="fig"}, regarding their complexity and sensor performance. Thus, it appears that many challenges (see Outstanding Questions) still remain for the successful commercialization of xPOCT systems. Since many of them are yet at the early development stage, or are limited by their multiplexing capability (e.g., paper- or microfluidic-based devices), or system complexity (e.g., array- or bead-based platforms).Figure 6Visual Overview of the Presented State-of-the-Art xPOCT Systems. Two important conceptual approaches are system complexity versus multiplexing performance. An ideal multiplexed on-site device needs to prove a high sensor performance at low system complexity. Abbreviations: LFAs, lateral flow assays; mLSI, microfluidic large-scale integration; μPADs, microfluidic paper-based analytical devices.Figure 6

In general, it is desirable to combine a high-performing platform, requiring a minimum user intervention, with a low-cost fabrication. Thanks to their many advantages, microfluidic technologies play a crucial role in xPOCT devices. To design microfluidic LOC devices, primarily unnecessary features should be avoided in order to minimize their complexity. In addition, considerable effort has to be put in the integration of all required parts and liquids on disposable microfluidic cartridges or cassettes to eliminate fluid handling by the user.

To summarize, due to the recent substantial progress in microfluidics and detection techniques, the technological aspect for liquid handling and signal readout does not appear to be the limiting factor for the implementation of xPOCT devices anymore. Hence, the future technology challenges will be the standardization and further miniaturization of the system components and their facile and smart integration.

The presented applications comprise mainly instruments that would be used at a doctor's office or in a hospital. Home-usable or wearable xPOCT devices are not yet available, although simple readout instruments -- cell phones -- are readily available in every home and apps for optical analysis or even microscopic image analysis exist [@bib0415]. One of the main reasons is that for the approval xPOCT devices need to satisfy the strict requirements of international regulations (e.g., EU Directive 98/79/EC or FDA requirements) on *in vitro* diagnostic medical devices. Other future challenges of xPOCT will be related to the internet of things, including regulatory requirements for handling and safety of the data between clinical settings and operators. Here, international standards for ethics and data security need to be fulfilled.

Most of the diagnostic methods rely on immunoassays or enzymatic reactions. The assay signal strongly depends on the sample (e.g., matrix effects, patient-to-patient variations) and the environment (e.g., temperature, humidity). In this context, novel and robust assay technologies enabling long-term storage are needed.

The emerging needs and demands for novel biotechnologies (e.g., aptamers) or targets (e.g., circulating RNAs or tumor cells, exosomes, and miRNAs) and their applications for diagnostic, prognostic, and therapeutic implications, including therapeutic drug monitoring towards personalized medicine, will shape the future of xPOCT systems.Outstanding QuestionsWhat should be the degree or level of multiplexing? How many analytes should be tested in a single test simultaneously?Does the multianalyte approach reduce the overall costs and turnaround times?Can or should the multiplexed on-site testing be performed by non-trained users, such as the patients themselves?In the future, would it possible to implement wearable multiplexed on-site testing devices for (quasi-) real-time monitoring of different biomolecules?Can cell phones serve as readout instruments in xPOCT for home-use or wearables in the near future?Which targets, including exosomes, circulating tumor cells or DNA/RNAs, and miRNAs, will dominate the future xPOCT applications?

**Colorimetric readout**

:   the visual comparison of the color intensity of the reaction spots by naked eye or mobile phones and portable scanners.

**Competitive assay**

:   an assay capture format where the central event of the analyte detection is the competition between the labeled (tracer) and unlabeled (sample) analyte (e.g., antigen or antibody). The lower the analyte concentration in the sample is, the higher the measured signal. Thus, this technique is favorable for the quantification of antibodies or antigens in sample at very low concentrations.

***In vitro* diagnostics**

:   diagnostic tests performed in an artificial environment using blood, urine, and other body fluids (e.g., exhaled breath condensate, saliva, or nasal fluid) as sample.

**Lab-on-a-chip**

:   general term for a miniaturized device that integrates one or several laboratory functions on a single chip.

**Localized surface plasmon resonance (LSPR)**

:   an optical phenomenon when light interacts with conductive nanoparticles that are smaller than its wavelength. The resonance frequency of the occurring localized plasmon oscillations strongly depends on the size, composition and the dielectric environment of these nanoparticles. Thus, this can be used as a powerful detection technique for chemical and biological sensing applications.

**Matrix-assisted laser desorption/ionization (MALDI)**

:   a soft ionization technique that is used in mass spectrometry, enabling the quantification of biomolecules (e.g., DNA and proteins).

**Microfluidic large-scale integration (mLSI)**

:   the design and development of microfluidic devices integrated with thousands of micromechanical valves and control elements.

**Microfluidics**

:   the manipulation and control of fluids in microchannels, where the surface related forces (e.g., surface tension and capillary forces) dominate and the impact of volume forces like inertia and gravity reduces.

**Microspot**

:   the position of the targeted analyte immobilized on a planar microarray.

**Multiplexing**

:   simultaneous detection of multiple analytes from a single sample.

**Personalized medicine**

:   tailoring of medical treatment for patient cohorts to be treated in a unique manner depending on their health status and previous course of a disease.

**Polydimethylsiloxane (PDMS)**

:   a silicon-based organic polymer, used mainly for the fabrication of microfluidic devices and contact lenses, or as sealing material.

**Point-of-care testing**

:   on-site diagnostic tests performed near the patient or by the patient himself.

**SU-8**

:   an epoxy-based negative photoresist that is often employed for the fabrication of microfluidic devices with high aspect ratios, or for isolation of electrodes, due to its outstanding chemical and thermal properties.

**Turnaround time**

:   time interval between sample collection and result of a diagnostic test (also termed as sample-to-result time).

**Very-large-scale integration (VLSI)**

:   the design and development of an integrated circuit which combines thousands of transistors into a single chip.
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